(B) Proponents aiming for the plane of the delivery catheter lose the plane of the aortic annulus. In this case, the aortic annulus is foreshortened. Neither the aortic annulus or delivery catheter are foreshortened. Changes in frame design can influence implant depth.
In this case, operators may be inclined to implant the As we move toward younger and lower surgical risk patients, the incidence, mechanisms, implications, and potential solutions to lessen the risks of conduction abnormalities and need for PPI following TAVR need to be further elucidated.
